1.. Introduction {#S1}
================

In case of out-of-hospital cardiac arrest, the effective application of the chain of survival, including the immediate initiation of cardiopulmonary resuscitation (CPR), is pivotal to maximize the chances of survival of the patient \[[@ref001], [@ref002], [@ref003], [@ref004]\]. To maximize survival rates, chest compressions should be administered with a depth of between 5 and 6 cm, at a rate of between 100 and 120 compressions per minute, allowing full chest release between compressions and minimizing interruptions \[[@ref005]\]. However, poor quality chest compressions are frequently provided both by laypeople \[[@ref006]\] and by well-trained rescuers \[[@ref007], [@ref008]\].

Defibrillator manufacturers have developed CPR aid devices that monitor chest compressions in real time and provide feedback to the rescuers \[[@ref009], [@ref010], [@ref011], [@ref012]\]. These systems can be standalone devices or work connected to defibrillators. Although a beneficial effect on patient outcomes has yet to be established \[[@ref013]\], there is good evidence that the use of real-time feedback devices increases adherence to CPR quality guidelines \[[@ref013], [@ref005], [@ref014]\].

Recent deployment of public access defibrillation (PAD) programs intends to provide CPR training and defibrillation availability to the general public. PAD locations include means of transport such as airplanes, cruise ships and, more recently, intercity trains \[[@ref015], [@ref016], [@ref017], [@ref018]\]. In the particular case of moving trains, we hypothesized that CPR feedback devices could be affected by severe environmental electromagnetic interferences and by the movement during the journey.

The aim of this study was to assess the reliability and accuracy of two devices representative of the main existing technologies in a moving long-distance train.

2.. Materials and methods {#S2}
=========================

2.1. Study protocol {#S2.SS1}
-------------------

We used two standalone feedback devices representative of the two existing technologies: an accelerometer-based feedback device (System A), and an electromagnetic-field-based device (System B).

The aim of the study was to evaluate the reliability and accuracy of both feedback devices to monitor and guide chest compression rate and depth in a simulated cardiac arrest scenario in a long-distance train. We used a Resusci Anne CPR manikin (Laerdal Medical, Norway) equipped with a linear resistive sensor (SP1-4, Celesco, USA) to measure the reference chest displacement signal, as shown in Fig. [1](#thc-26-thc181241-g001){ref-type="fig"}. Four volunteers (laypeople) were recruited in our university. They received basic CPR training and were instructed in the use of CPR feedback systems. The ethical committee for research involving human subjects of the University of the Basque Country (CEISH UPV/EHU BOPV 32, 17-2-2014) approved the experimental protocol (M10-2015-208-RUIZ-OJEDA).

Measurements were performed in the four-car Alvia S-120 train operated by Renfe railway company (Spain). This train has distributed traction. The unit comprises eight asynchronous motors, two per car, and it has two driver's cabs, where the control and driving equipment is installed. The units can be powered at 3 000 V DC (conventional speed) or 25 000 V with 50 Hz AC (high speed). The experiments were performed during the Bilbao-Barcelona-Bilbao route (approximately 1320 km for the round-trip journey), which comprises both a conventional and a high-speed interval. Mean velocity was 86 km/h and 166 km/h for the conventional and for the high-speed intervals, respectively. The manikin was placed over the synthetic carpeting that covered the floor of the car.

Figure 1.Experimental setup. Manikin fitted with a displacement sensor, acquisition card and laptop computer.

Rescuers were randomly grouped in couples. Each couple provided CPR to the manikin for 4 min using either System A or System B, alternating series of 30 chest compressions with 5-s pauses, and changing rescuers after 2 min. This protocol was repeated for the two couples, for both feedback devices and for two target depths: 50 and 35 mm, to cover a wide range of depths expected to be found in real cardiac arrest events. Target rate was 100 cpm for all the measurements, and was guided by a metronome. Measurements were repeated at different points of the route, and the order of the experiments was randomized. A total of 40 4-min records were acquired per device during the conventional interval and 24 during the high-speed interval.

2.2. Data analysis and performance evaluation {#S2.SS2}
---------------------------------------------

The reliability of both systems was analyzed by evaluating the number of episodes for which they provided feedback to the rescuer during the whole record. Additionally, the accuracy of the feedback devices was evaluated by measuring the errors in depth and rate estimation. Errors were computed as the difference between the values stored by each device and the values obtained from the reference compression depth signal acquired by the resistive sensor. Kruskal-Wallis test was used to perform between-groups comparisons, and $p$-values $<$ 0.05 were considered significant.

3.. Results {#S3}
===========

3.1. Feedback reliability {#S3.SS1}
-------------------------

System A provided visual feedback for all the acquired episodes. In contrast, System B failed to provide visual feedback in all the episodes. In most cases (77%) it showed an alert indicating that the back pad was at an incorrect distance from the chest pad, and even if we tried to adjust the position of the pads, the alert persisted. In the rest of the cases (23%) it showed another alert indicating that electronic noise was interfering with the device.

3.2. Accuracy on measurement of depth and rate {#S3.SS2}
----------------------------------------------

Despite System B failed to provide visual help, both devices internally stored and computed depth and rate values for each chest compression. Figure [2](#thc-26-thc181241-g002){ref-type="fig"} shows boxplots of the error in the measurement of compression depth (top panel) and rate (bottom panel) for both devices, during conventional and high-speed intervals. Statistically significant differences were found between errors in depth estimation of both devices, both globally and when each scenario (conventional and high-speed) was considered separately ($p <$ 0.001 in all cases). Distribution of error in depth estimation was also different between scenarios, both globally and for each device ($p <$ 0.001). Regarding rate calculation, statistically significant differences were found between devices, although with a smaller significance level than for depth calculations ($p =$ 0.019). Finally, each device showed weak but statistically significant differences in rate between scenarios ($p =$ 0.047).

Figure 2.Distribution of the error in depth and rate calculation for both feedback devices, System A and System B, during the conventional and the high-speed intervals of the train route.

Table 1Unsigned error in depth and rate calculation for both devices in a long-distance train, expressed as median (Mdn), inter-quartile range (IQR) and 95th percentile ($P_{95}$)Depth (mm)Rate (cpm)DeviceMdn (IQR)$P_{95}$Mdn (IQR)$P_{95}$A Conventional2.4 (1.1--4.5)10.21.3 (0.7--2.0)3.2 High speed2.5 (1.1--4.8)10.91.2 (0.6--2.0)3.4B Conventional2.6 (1.6--3.5)5.40.7 (0.4--1.3)2.2 High speed2.6 (1.4--4.3)8.00.7 (0.3--1.2)2.3

Table [1](#T1){ref-type="table"} shows the median (IQR) and the 95th percentile of the unsigned (absolute) error in depth and rate estimation for each feedback system in both scenarios. Median error in depth estimation was between 2.4 and 2.6 mm depending on the device and on the scenario, with a 95th percentile below 11 mm. Median error in rate estimation was between 0.7 and 1.3 cpm, with a 95th percentile below 3.5 cpm in all cases.

4.. Discussion {#S4}
==============

Public access defibrillation programs that place AEDs in public settings and train laypersons in CPR and AED usage have demonstrated survival benefit \[[@ref005]\]. AEDs are being used by trained laypersons in casinos \[[@ref019]\], airports \[[@ref020]\], bus and railway stations \[[@ref021]\], shopping malls, sports facilities, and schools and universities. AEDs continue to be increasingly deployed in locations with high risk for cardiac arrests (usually high-density public areas) or remote from any chance of conventional treatment, such as commercial aviation \[[@ref015], [@ref022], [@ref016]\], ships \[[@ref023], [@ref017]\], or long-distance trains \[[@ref018]\]. Several studies identified train stations as the public location with the highest incidence of cardiac arrests \[[@ref024], [@ref025], [@ref026], [@ref027]\]. Unfortunately, it is difficult to ascertain the precise incidence of cardiac arrests occurring on board moving trains; reports of these events on the scientific literature are sparse, and in most of them cardiac arrests occurring on board trains are usually reported together with those occurring in train stations. Only one study performed in Tokyo and its surroundings separately reported that 12% of the total arrests occurring in trains happened on board train vehicles \[[@ref018]\]. Deploying CPR feedback devices together with AEDs on board long-distance trains would further support the treatment of cardiac arrest victims in this scenario, as it would help to improve CPR quality, which has proved to be key for patient survival.

To our knowledge, there is no other study assessing the performance of CPR feedback devices in moving trains. We identified only two studies which evaluated the susceptibility of AEDs in train stations \[[@ref028], [@ref029]\]. In our experiments, environmental conditions in the train severely affected the electromagnetic-field based device, as it failed to provide feedback to the rescuer. However, the device did store CPR performance information in all cases, and both depth and rate were accurately measured. On the other hand, the acceleration-based device did fulfill its function in the train.

Both devices had potential to be used in a moving train, although the electromagnetic-field basic device would require modifications to avoid excessive alerts impeding visual help. The deployment of CPR feedback devices together with AEDs when implementing PAD programs in trains could improve CPR quality and contribute to a better implementation of the chain of survival.

However, care should be taken when extrapolating the results of this study. Experiments in railways based on different technologies, such as magnetic levitation, or with very different physical characteristics, for example generating higher vibrations, could yield different results. Additionally, other feedback devices could be more sensitive to this environment. Consequently, specific studies are warranted to ensure proper performance before deploying CPR feedback devices on a certain train route.

5.. Conclusions {#S5}
===============

Environmental conditions in a moving train did not affect the ability of the assessed CPR feedback devices to accurately compute and store measurements of compression depth and rate during CPR. However, the electromagnetic-field-based device might require modifications to avoid excessive alerts impeding visual help. Availability of CPR aid in addition to AED deployment aboard long-distance trains could contribute to the effective treatment of cardiac arrest victims.
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